
SB 8-75-S8 
Appendix C.  Maintenance Allocation Chart 

 
4110-01-117-3902 

Refrigerator, Mechanical, Blood Bank, Model BBR37-SS-1B-01 
 

[C – Operator or Crew; O – Unit Maintenance; DS – Direct Support Maintenance; GS – General Support Maintenance; D – Depot Maintenance] 

C-1 

(1) (2) (3) (4) (5) (6) 

GROUP 
NUMBER 

ASSEMBLY 
GROUP 

MAINTENANCE
FUNCTION 

MAINTENANCE
LEVEL 

TOOLS 
AND 

EQUIPMENT

REMARKS 
 

00 Refrigerator Inspect C   

  Service C   

  Test O 01, 02, 20, 19 Fluke 80TK Temp Probe or equivalent 
needed. 

  Safety O 20, 29  

01 Door Gasket Inspect C   

  Replace O 01, 02  

02 Door Hinge Inspect O   

  Adjust O 01, 02  

  Replace O 01, 02  

03 Door Latch Adjust O 01, 02  

  Replace O 01, 02  

04 Power Transformer Test O 20  

  Replace O 01, 02  

05 Temperature Control Switch Test O 20, 19 Fluke 80TK Temp Probe or equivalent 
needed. 

  Replace O 01, 02  

  Adjust O 01, 02  

06 Lamp Ballast Test O 20  

  Replace O 01, 02  

07 Temperature Recorder Test O 01, 02, 20, 19 Fluke 80TK Temp Probe or equivalent 
needed. 

  Repair O 01, 02, 20, 19 Fluke 80TK Temp Probe or equivalent 
needed. 

  Replace O 01, 02, 20, 19 Fluke 80TK Temp Probe or equivalent 
needed. 

  Calibrate O 01, 02, 20, 19 Fluke 80TK Temp Probe or equivalent 
needed. 

0701 Temperature Recorder Pen Service C   

  Replace C   

08 Temperature Monitor Test  O 20  

  Repair O 01, 02  

  Replace O 01, 02  

  Calibrate O 01, 02 Calibration Plug required. 

0801 Temperature Monitor Battery Test C   

  Replace C   



SB 8-75-S8 
(continued) Appendix C.  Maintenance Allocation Chart 

 
4110-01-117-3902 

Refrigerator, Mechanical, Blood Bank, Model BBR37-SS-1B-01 
 

[C – Operator or Crew; O – Unit Maintenance; DS – Direct Support Maintenance; GS – General Support Maintenance; D – Depot Maintenance] 

C-2 

(1) (2) (3) (4) (5) (6) 

GROUP 
NUMBER 

ASSEMBLY 
GROUP 

MAINTENANCE
FUNCTION 

MAINTENANCE
LEVEL 

TOOLS 
AND 

EQUIPMENT

REMARKS 
 

09 Unit Cooler Inspect C   

  Repair O 01, 02  

  Replace O 01, 02  

10 Fan Motor, AC Inspect O 01, 02  

  Service O 01, 02  

  Replace O 01, 02  

11 Compressor Unit Refrigeration Inspect O   

  Service GS 01, 02, 04 Special refrigeration tools needed. 

  Repair GS 01, 02, 04 Special refrigeration tools needed. 

1101 Motor, AC Test  DS 20  

  Replace DS 01, 02, 03 Special refrigeration tools needed. 

1102 Relay Electromagnetic Test O 20  

  Replace O 01, 02  

1103 Capacitor, Fixed (Start) Test O 20  

  Replace O 01, 02  

1104 Filter Drier, Refrigerant Replace DS 01, 02 Special refrigeration tools needed. 

1105 Heating Element Test O 20  

  Replace O 01, 02  

 



SB 8-75-S8 
(continued) Appendix C.  Maintenance Allocation Chart 

 

4110-01-159-6922 
Refrigerator, Mechanical, Blood Bank, Model 139875 

 
[C – Operator or Crew; O – Unit Maintenance; DS – Direct Support Maintenance; GS – General Support Maintenance; D – Depot Maintenance] 

C-3 

(1) (2) (3) (4) (5) (6) 

GROUP 
NUMBER 

ASSEMBLY 
GROUP 

MAINTENANCE
FUNCTION 

MAINTENANCE
LEVEL 

TOOLS 
AND 

EQUIPMENT

REMARKS 
 

00 Refrigerator Inspect C   

  Test C, O 19  

  Service C, O 01, 02, 20, 29, 
19 

 

  Repair O 01, 02, 20, 29, 
19 

 

  Replace O 01, 02, 20, 29, 
19 

 

  Overhaul O 01, 02, 04, 20, 
29, 19 

 

  Rebuild D 01, 02, 04, 20, 
29, 19 

 

      

01 Thermostat Inspect C   

  Test C 19  

  Service C, O 19  

  Repair O 01, 02, 19  

  Replace O 01, 02, 19  

  Overhaul O 01, 02, 19  

  Rebuild D 01, 02, 19  

      

02 Mode Switch Inspect C   

  Test C, O   

  Service C, O 01, 02  

  Repair O 01, 02, 09  

  Replace O 01, 02, 09  

  Overhaul O 01, 02, 09  

  Rebuild D 01, 02, 04, 09  

      

03 Leveling Screws Inspect C   

  Test C, O   

  Service C, O 01, 02  

  Repair O 01, 02  

  Replace O 01, 02  

  Overhaul O 01, 02  

  Rebuild D 01, 02, 04  

      

04 Compressor Inspect O   

  Test O 01, 02  

  Service O 01, 02  

  Repair O 01, 02  

  Replace D 01, 02, 04  

  Overhaul D 01, 02, 04  



SB 8-75-S8 
(continued) Appendix C.  Maintenance Allocation Chart 

 

4110-01-159-6922 
Refrigerator, Mechanical, Blood Bank, Model 139875 

 
[C – Operator or Crew; O – Unit Maintenance; DS – Direct Support Maintenance; GS – General Support Maintenance; D – Depot Maintenance] 

C-4 

(1) (2) (3) (4) (5) (6) 

GROUP 
NUMBER 

ASSEMBLY 
GROUP 

MAINTENANCE
FUNCTION 

MAINTENANCE
LEVEL 

TOOLS 
AND 

EQUIPMENT

REMARKS 
 

 
 Rebuild D 01, 02, 04  

05 Door Gasket Inspect C   

  Test C   

  Service C, O   

  Repair O 01, 02  

  Replace O 01, 02  

  Overhaul O 01, 02  

  Rebuild D 01, 02  

 



SB 8-75-S8 
(continued) Appendix C.  Maintenance Allocation Chart 

 
4110-01-287-7111 

Refrigerator, Solid State, Biological, Model DLA-50T 
 

[C – Operator or Crew; O – Unit Maintenance; DS – Direct Support Maintenance; GS – General Support Maintenance; D – Depot Maintenance] 

C-5 

(1) (2) (3) (4) (5) (6) 

GROUP 
NUMBER 

ASSEMBLY 
GROUP 

MAINTENANCE
FUNCTION 

MAINTENANCE
LEVEL 

TOOLS 
AND 

EQUIPMENT

REMARKS 
 

00 Refrigerator Inspect C   

  Test C 20, 19 Fluke 80TK Temp Probe or equivalent needed. 

  Service C   

  Safety O 29  

  Repair O 01, 02, 04  

  Overhaul O 01, 02, 04  

  Rebuild D 01, 02, 03, 04  

      

01 Thermoelectric Assembly Inspect O 01  

  Test O 01  

  Service O 01  

  Repair O 01, 02  

  Replace O 01, 02  

      

02 Temperature Control 
Thermister 

Inspect O 01  

  Test O 01, 20, 19 Fluke 80TK Temp Probe or equivalent needed. 

  Service O 01  

  Repair O 01, 02  

  Replace O 01, 02  

      

03 Thermometer Thermister Inspect O 01  

  Test O 01  

  Service O 01  

  Repair O 01, 02  

  Replace O 01, 02  

      

04 Thermometer Inspect O 01  

  Test O 01, 20, 19 Fluke 80TK Temp Probe or equivalent needed. 

  Service O 01  

  Repair O 01, 02  

  Replace O 01, 02  

 



SB 8-75-S8 
(continued) Appendix C.  Maintenance Allocation Chart 

 
4110-01-287-7111 

Refrigerator, Solid State, Biological, Model RCB42P 
 

[C – Operator or Crew; O – Unit Maintenance; DS – Direct Support Maintenance; GS – General Support Maintenance; D – Depot Maintenance] 

C-6 

(1) (2) (3) (4) (5) (6) 

GROUP 
NUMBER 

ASSEMBLY 
GROUP 

MAINTENANCE
FUNCTION 

MAINTENANCE
LEVEL 

TOOLS 
AND 

EQUIPMENT

REMARKS 
 

00 Refrigerator Inspect C   

  Test C 19 Fluke 80TK Temp Probe or equivalent needed. 

  Service C   

  Safety O 29  

  Repair O 01, 02, 04  

  Overhaul O 01, 02, 04  

  Rebuild D 01, 02, 03, 04  

      

01 ACCU Inspect O 01  

  Test O   

  Service O 01  

  Repair O 01  

  Replace O 01  

      

      

02 Thermoelectric Module Inspect O 01  

  Test O 01 Fluke 80TK Temp Probe or equivalent needed. 

  Service O 01  

  Repair O 01, 02  

  Replace O 01, 02  

      

03 Fans Inspect O 01  

  Test O 01, 20, 19  

  Service O 01  

  Repair O 01, 02  

  Replace O 01, 02  

      

 



SB 8-75-S8 
(continued) Appendix C.  Maintenance Allocation Chart 

 

4110-01-352-3653 
Refrigerator, Mechanical, Blood Bank, Model FT2TRBLB 

 
[C – Operator or Crew; O – Unit Maintenance; DS – Direct Support Maintenance; GS – General Support Maintenance; D – Depot Maintenance] 

C-7 

(1) (2) (3) (4) (5) (6) 

GROUP 
NUMBER 

ASSEMBLY 
GROUP 

MAINTENANCE
FUNCTION 

MAINTENANCE
LEVEL 

TOOLS 
AND 

EQUIPMENT 

REMARKS 
 

00 Refrigerator Inspect C   

  Test C, O 19  

  Service O 01, 02, 20, 29, 19  

  Repair O 01, 02, 20, 29, 19  

  Replace O, D 01, 02, 20, 29, 19  

  Overhaul D 01, 02, 20, 29, 19  

  Rebuild D 01, 02, 04, 20, 29, 
19 

 

      

01 Cabinet Inspect C   

  Test C   

  Service C   

  Repair O 01, 02, 20, 29  

  Replace O 01, 02, 20, 29  

  Overhaul D 01, 02, 20, 29  

  Rebuild D 01, 02, 20, 29  

      

02 Light Switch Inspect C   

  Test C   

  Service O 01, 02, 20, 29  

  Repair O 01, 02, 20, 29  

  Replace O 01, 02, 20, 29  

  Overhaul O 01, 02, 20, 29  

  Rebuild D 01, 02, 04, 20, 29  

      

03 Light Bulb Inspect C   

  Test C   

  Service C 01, 02, 20  

  Replace C 01, 02, 20  

      

04 Shelving Inspect C   

  Test C   

  Service C   

  Repair O 01, 02  

  Replace C 01, 02  

  Overhaul O 01, 02  

 

 Rebuild D 01, 02, 04  



SB 8-75-S8 
(continued) Appendix C.  Maintenance Allocation Chart 

 

4110-01-352-3653 
Refrigerator, Mechanical, Blood Bank, Model FT2TRBLB 

 
[C – Operator or Crew; O – Unit Maintenance; DS – Direct Support Maintenance; GS – General Support Maintenance; D – Depot Maintenance] 

C-8 

(1) (2) (3) (4) (5) (6) 

GROUP 
NUMBER 

ASSEMBLY 
GROUP 

MAINTENANCE
FUNCTION 

MAINTENANCE
LEVEL 

TOOLS 
AND 

EQUIPMENT 

REMARKS 
 

05 Roller Drawers Inspect C   

  Test C   

  Service O 01, 02  

  Repair O 01, 02  

  Replace O 01, 02  

  Overhaul O 01, 02  

  Rebuild D 01, 02, 04  

      

06 Temperature Control Inspect C   

  Test C   

  Service O 01, 02, 20, 29, 19  

  Repair O 01, 02, 20, 29, 19  

  Replace O 01, 02, 20, 29, 19  

  Overhaul O 01, 02, 20, 29, 19  

  Rebuild D 01, 02, 04, 20, 29, 
19 

 

      

07 Monitor Control Panel Inspect C   

  Test O 01, 02  

  Service O 01, 02, 20, 29, 19  

  Repair O 01, 02, 20, 29, 19  

  Replace O 01, 02, 20, 29, 19  

  Overhaul O 01, 02, 20, 29, 19  

  Rebuild D 01, 02, 04, 20, 29, 
19 

 

      

08 Time Clock  Inspect O   

  Test O 01, 02  

  Service O 01, 02, 29  

  Repair O 01, 02, 29  

  Replace O 01, 02, 29  

  Overhaul O 01, 02, 29  

  Rebuild D 01, 02, 04, 29  

      

09 Condensing Unit Inspect C 01, 02  

  Test O 01, 02  

  Service O 01, 02, 29  

  Repair O 01, 02, 29  

  Replace O 01, 02, 29  

  Overhaul O 01, 02, 29  

 
 Rebuild D 01, 02, 04, 29  



SB 8-75-S8 
(continued) Appendix C.  Maintenance Allocation Chart 

 

4110-01-352-3653 
Refrigerator, Mechanical, Blood Bank, Model FT2TRBLB 

 
[C – Operator or Crew; O – Unit Maintenance; DS – Direct Support Maintenance; GS – General Support Maintenance; D – Depot Maintenance] 

C-9 

(1) (2) (3) (4) (5) (6) 

GROUP 
NUMBER 

ASSEMBLY 
GROUP 

MAINTENANCE
FUNCTION 

MAINTENANCE
LEVEL 

TOOLS 
AND 

EQUIPMENT 

REMARKS 
 

10 Blower Fan Assembly Inspect C   

  Test O 01, 02,   

  Service O 01, 02, 29  

  Repair O 01, 02, 29  

  Replace O 01, 02, 29  

  Overhaul O 01, 02, 29  

  Rebuild D 01, 02, 04, 29  

      

11 Defrost Heater Inspect O   

  Test O 01, 02  

  Service O 01, 02  

  Repair O 01, 02, 29  

  Replace O 01, 02, 29  

  Overhaul O 01, 02, 29  

  Rebuild D 01, 02, 04, 29  

      

12 Defrost Termination and Fan Switch Inspect O   

  Test O 01, 02, 29, 19  

  Service O 01, 02, 29, 19  

  Repair O 01, 02, 29, 19  

  Replace O 01, 02, 29, 19  

  Overhaul O 01, 02, 29, 19  

  Rebuild D 01, 02, 04, 29, 19  

      

13 Compressor Inspect O   

  Test O 01, 02, 19  

  Service D 01, 02, 04, 29, 19  

  Repair D 01, 02, 04, 29, 19  

  Replace D 01, 02, 04, 29, 19  

  Overhaul D 01, 02, 04, 29, 19  

  Rebuild D 01, 02, 04, 29, 19  

 



SB 8-75-S8 
(continued) Appendix C.  Maintenance Allocation Chart 

 
6515-01-185-8446 

Anesthesia Apparatus, Nitrous Oxide, Model 885A 
 

[C – Operator or Crew; O – Unit Maintenance; DS – Direct Support Maintenance; GS – General Support Maintenance; D – Depot Maintenance] 

C-10 

(1) (2) (3) (4) (5) (6) 

GROUP 
NUMBER 

ASSEMBLY 
GROUP 

MAINTENANCE
FUNCTION 

MAINTENANCE
LEVEL 

TOOLS 
AND 

EQUIPMENT

REMARKS 
 

01 Accessories  Replace C   

      

02 Inhalation Check Valve Replace  C   

      

03 Exhalation Check Valve Replace  C   

      

04 Vaporizor Funnel Replace  O 01  

      

05 Drain Plug Replace  O 01  

      

06 Anesthesia Apparatus Repair D 01, 06  

  Calibrate D 01, 06  

  Overhaul D 01, 02, 06  

  Rebuild  D 01, 02, 06  

      

07 Oxygen Monitor Inspect C   

  Test C   

  Repair  O 01  

  Calibrate  O 01  

  Overhaul  D 01  

  Rebuild  D 02  

 



SB 8-75-S8 
(continued) Appendix C.  Maintenance Allocation Chart 

 
6515-01-291-1199 

Defibrillator ECG Monitor/Recorder, Model HP 43110MC 
 

[C – Operator or Crew; O – Unit Maintenance; DS – Direct Support Maintenance; GS – General Support Maintenance; D – Depot Maintenance] 

C-11 

(1) (2) (3) (4) (5) (6) 
GROUP 

NUMBER 
ASSEMBLY 

GROUP 
MAINTENANCE

FUNCTION 
MAINTENANCE

LEVEL 
TOOLS 

AND 
EQUIPMENT

REMARKS 
 

01 Monitor/Recorder Module Inspect C  Tools and Equipment not required for crew inspection. 

  Service C  Tools and Equipment not required for crew servicing. 

  Test C  Tools and Equipment not required for crew testing.  

  Calibrate O 01, 12, 20, 
29 

 

  Repair O 01, 12, 20, 
29 

 

  Safety O 01, 12, 20, 
29 

 

02 Defibrillator Module Inspect C  Tools and Equipment not required for crew inspection. 

  Service C  Tools and Equipment not required for crew servicing. 

  Test C  Tools and Equipment not required for crew testing.  

  Calibrate O 01, 12, 20, 
27 

 

  Repair O 01, 12, 20, 
27 

 

  Safety O 01, 12, 20, 
27 

 

03 Monitor/Recorder Module 
Battery 

Test C  Tools and Equipment not required for crew testing.  

  Service O 01  
  Inspect O 01, 12  
  Replace O  Tools and Equipment not required for replacing. 

04 Defibrillator Module 
Battery 

Test C  Tools and Equipment not required for crew testing.  

  Service O 01  
  Inspect O 01, 12  
  Replace O  Tools and Equipment not required for replacing. 

      
      

 



SB 8-75-S8 
(continued) Appendix C.  Maintenance Allocation Chart 

 
6515-01-453-4003  

Defibrillator ECG Monitor/Recorder, LIFEPAK 10 
 

[C – Operator or Crew; O – Unit Maintenance; DS – Direct Support Maintenance; GS – General Support Maintenance; D – Depot Maintenance 

C-12 

(1) (2) (3) (4) (5) (6) 

GROUP 
NUMBER 

ASSEMBLY 
GROUP 

MAINTENANCE
FUNCTION 

MAINTENANCE
LEVEL 

TOOLS 
AND 

EQUIPMENT

REMARKS 
 

00 Defibrillator Inspect C   

  Service C   

  Test C 01, 12, 20 No equipment required for Crew level test. 

  Calibrate O 01, 12, 20 Defibrillator Programming Key required. 

  Repair O 01, 12, 20  

  Safety O 12  

      

01 Batteries Inspect C   

  Service C   

  Test C   

  Replace C   

      

02 Battery Connector Pins Inspect C   

  Service C   

  Test O 01, 20  

  Replace  O 01  

      

03 Recorder Inspect C   

  Service O  Cotton swab and isoproply alcohol required. 

  Test O 12  

  Replace O 01 Beware static sensitive components. 

  Repair O 01  

      

04 CRT Display Inspect C   

  Service O   

  Test C 12 No equipment required for Crew level test. 

  Replace O 01, 20 Read all manufacuture warnings before beginning. 

  Repair O 01  

      

05  Defibrillator Paddles  Inspect C   

  Service C   

  Test C 12  

  Replace C   

      

06 ECG and Pacer Leads Inspect C   

  Service C   

  Test C 12 No equipment required for Crew level test. 

  Replace C   



SB 8-75-S8 
(continued) Appendix C.  Maintenance Allocation Chart 

 
6515-01-453-4003  

Defibrillator ECG Monitor/Recorder, LIFEPAK 10 
 

[C – Operator or Crew; O – Unit Maintenance; DS – Direct Support Maintenance; GS – General Support Maintenance; D – Depot Maintenance 

C-13 

(1) (2) (3) (4) (5) (6) 

GROUP 
NUMBER 

ASSEMBLY 
GROUP 

MAINTENANCE
FUNCTION 

MAINTENANCE
LEVEL 

TOOLS 
AND 

EQUIPMENT

REMARKS 
 

07 Battery Support System  Inspect C   

  Test O 01, 12, 20  

  Service O   

  Repair O 01  

  Overhaul O 12  

      

08 Printed Circuit Boards  Inspect O 01, 12, 20  

  Test O 01, 12, 20  

  Service O 01, 12, 20  

  Replace O 01, 12, 20  

  Repair D 03, 12, 20  

      

09 Auxillary Power Module Inspect C   

  Test O 01, 12, 20  

  Service O   

  Replace O 01  

 



SB 8-75-S8 
(continued) Appendix C.  Maintenance Allocation Chart 

 
6520-00-139-1246 

Compressor Dehydrator, Dental, M5 Series 
 

[C – Operator or Crew; O – Unit Maintenance; DS – Direct Support Maintenance; GS – General Support Maintenance; D – Depot Maintenance] 

C-14 

(1) (2) (3) (4) (5) (6) 

GROUP 
NUMBER 

ASSEMBLY 
GROUP 

MAINTENANCE
FUNCTION 

MAINTENANCE
LEVEL 

TOOLS 
AND 

EQUIPMENT

REMARKS 
 

00 Compressor Dehydrator Inspect O   

  Test O 01, 02  

  Service O 01, 02  

  Adjust O 01, 02  

  Safety O 17  

  Repair O 01, 02  

  Overhaul DS 01, 02  

  Rebuild D 01, 02, 03   

01 Compressor Motor Test O 01, 02  

  Service O 01, 02  

  replace O 01, 02  

  Repair O 01, 02  

  Rebuild D 01, 02, 03  

0101 Compressor Test O 01, 02  

  Replace O 01, 02  

  Repair O 01, 02  

  Rebuild D 01, 02, 03  

0102  Intake Silencer Test  O 01, 02  

  Replace O 01, 02  

02 Fan Motor Test O 01, 02  

  Replace O 01, 02  

  Repair O 01, 02  

0201 Fan Blade Test O 01, 02  

  Replace O 01, 02  

  Repair O 01, 02  

03 Cooling Coil Inspect O 01, 02  

  Replace O 01, 02  

04  Drying Chamber Inspect O 01, 02  

  Service O 01, 02  

  Replace O 01, 02  

  Repair O 01, 02  

05 Unloader Valve Inspect O 01, 02  

  Service O 01, 02  

  Replace O 01, 02  

  Repair O 01, 02  



SB 8-75-S8 
(continued) Appendix C.  Maintenance Allocation Chart 

 
6520-00-139-1246 

Compressor Dehydrator, Dental, M5 Series 
 

[C – Operator or Crew; O – Unit Maintenance; DS – Direct Support Maintenance; GS – General Support Maintenance; D – Depot Maintenance] 

C-15 

(1) (2) (3) (4) (5) (6) 

GROUP 
NUMBER 

ASSEMBLY 
GROUP 

MAINTENANCE
FUNCTION 

MAINTENANCE
LEVEL 

TOOLS 
AND 

EQUIPMENT

REMARKS 
 

06 Flow Control Valve Inspect O 01, 02  

  Service O 01, 02  

  Replace O 01, 02  

  Repair O 01, 02  

07 Pressure Switch Test O 01, 02  

  Service O 01, 02  

  Replace O 01, 02  

  Repair O 01, 02  

08 Storage Tank Inspect O 01, 02  

  Replace O 01, 02  

0801 Drain Valve Inspect O 01, 02  

  Replace O 01, 02  

09 Drying Chamber Disk Inspect  O 01, 02  

  Replace O 01, 02  

0901 Drying Chamber Tank Inspect O 01, 02  

  Replace O 01, 02  

10 Pressure Gauge Test O 01, 02  

  Replace O 01, 02  

  Repair O 01, 02  

11  Safety Valve Test O 01, 02  

  Replace O 01, 02  

  Repair O 01, 02  

12 Case Inspect O 01, 02  

  Repair DS 01, 02  

  Overhaul D 01, 02, 03  

1201 Air Relief Valve Inspect O 01, 02  

  Replace O 01, 02  

1202 Latch Inspect O 01, 02  

  Replace O 01, 02  

 



SB 8-75-S8 
(continued) Appendix C.  Maintenance Allocation Chart 

 
6520-01-272-4531 

Dental Operating Unit, ADEC Model 3406 Porta-Cart 
 

[C – Operator or Crew; O – Unit Maintenance; DS – Direct Support Maintenance; GS – General Support Maintenance; D – Depot Maintenance] 

C-16 

(1) (2) (3) (4) (5) (6) 

GROUP 
NUMBER 

ASSEMBLY 
GROUP 

MAINTENANCE
FUNCTION 

MAINTENANCE
LEVEL 

TOOLS 
AND 

EQUIPMENT

REMARKS 
 

00 Dental Unit Inspect C   

  Service  O 01  

  Test O 01  

  Repair O 01  

  Overhaul O 01  

      

01 Air and Water Filters Inspect O 01  

  Replace O 01  

      

02 Air and Water Regulators Inspect O 01  

  Service O 01  

  Test O 01  

  Repair O 01  

  Overhaul O 01  

      

03 Century II Control System Inspect O 01  

  Service O 01  

  Test O 01  

  Repair O 01  

  Overhaul O 01  

      

04 Three-Way Micro Valves Inspect O 01  

  Service O 01  

  Test O 01  

  Repair O 01  

  Overhaul O 01  

      

05 Foot Control Valve Inspect O 01  

  Service O 01  

  Test O 01  

  Repair O 01  

  Overhaul O 01  

      

06 Signal Relay Valve Inspect O 01  

  Service O 01  

  Test O 01  

  Repair O 01  

  Overhaul O 01  

07 Chip Blower Valve Inspect O 01  



SB 8-75-S8 
(continued) Appendix C.  Maintenance Allocation Chart 

 
6520-01-272-4531 

Dental Operating Unit, ADEC Model 3406 Porta-Cart 
 

[C – Operator or Crew; O – Unit Maintenance; DS – Direct Support Maintenance; GS – General Support Maintenance; D – Depot Maintenance] 

C-17 

(1) (2) (3) (4) (5) (6) 

GROUP 
NUMBER 

ASSEMBLY 
GROUP 

MAINTENANCE
FUNCTION 

MAINTENANCE
LEVEL 

TOOLS 
AND 

EQUIPMENT

REMARKS 
 

  Service O 01  

  Test O 01  

  Repair O 01  

  Overhaul O 01  

      

08 Three Way Toggle Valves Inspect O 01  

  Service O 01  

  Test O 01  

  Repair O 01  

  Overhaul O 01  

      

09 Needle Valves Inspect O 01  

  Service O 01  

  Test O 01  

  Repair O 01  

  Overhaul O 01  

      

10 Syringe Inspect O 01  

  Service O 01  

  Test O 01  

  Repair O 01  

  Overhaul O 01  

      

11 Air Vacuum System Inspect O 01  

  Service O 01  

  Test O 01  

  Repair O 01  

  Overhaul O 01  

      

12 Air Saliva Ejector Inspect O 01  

  Service O 01  

  Test O 01  

  Repair O 01  

  Overhaul O 01  

      

13 Storage Case Inspect O 01  

  Repair O 01, 02  

  Overhaul O 01, 02  

 



SB 8-75-S8 
(continued) Appendix C.  Maintenance Allocation Chart 

 
6520-01-333-5961 

Operating and Treatment Unit, Dental, Model FUS336 
 

[C – Operator or Crew; O – Unit Maintenance; DS – Direct Support Maintenance; GS – General Support Maintenance; D – Depot Maintenance] 

C-18 

(1) (2) (3) (4) (5) (6) 

GROUP 
NUMBER 

ASSEMBLY 
GROUP 

MAINTENANCE
FUNCTION 

MAINTENANCE
LEVEL 

TOOLS 
AND 

EQUIPMENT

REMARKS 
 

00 Dental Unit Inspect C  Read all manufacturer’s literature before 
beginning. 

  Service  O 01  
  Test O 01  
  Repair O 01  
  Overhaul O 01  
      
01 Air and Water Filters Inspect O 01  
  Replace O 01  
      
02 Air and Water Regulators Inspect O 01  
  Service O 01  
  Test O 01  
  Repair O 01  
  Overhaul O 01  
      
03 336V009 Control System Inspect O 01  
  Service O 01  
  Test O 01  
  Repair O 01  
  Overhaul O 01  
      
04 Three-Way Micro Valves Inspect O 01  
  Service O 01  
  Test O 01  
  Repair O 01  
  Overhaul O 01  
      
05 Foot Control Valve Inspect O 01  
  Service O 01  
  Test O 01  
  Repair O 01  
  Overhaul O 01  
      
06 Signal Relay Valve Inspect O 01  
  Service O 01  
  Test O 01  
  Repair O 01  
  Overhaul O 01  
      



SB 8-75-S8 
(continued) Appendix C.  Maintenance Allocation Chart 

 
6520-01-333-5961 

Operating and Treatment Unit, Dental, Model FUS336 
 

[C – Operator or Crew; O – Unit Maintenance; DS – Direct Support Maintenance; GS – General Support Maintenance; D – Depot Maintenance] 

C-19 

(1) (2) (3) (4) (5) (6) 

GROUP 
NUMBER 

ASSEMBLY 
GROUP 

MAINTENANCE
FUNCTION 

MAINTENANCE
LEVEL 

TOOLS 
AND 

EQUIPMENT

REMARKS 
 

07 Chip Blower Valve Inspect O 01  
  Service O 01  
  Test O 01  
  Repair O 01  
  Overhaul O 01  
   
08 Three-Way Toggle Valves Inspect O 01  
  Service O 01  
  Test O 01  
  Repair O 01  
  Overhaul O 01  
   
09 Needle Valves Inspect O 01  
  Service O 01  
  Test O 01  
  Repair O 01  
  Overhaul O 01  
   
10 Syringe Inspect O 01  
  Service O 01  
  Test O 01  
  Repair O 01  
  Overhaul O 01  
   
11 Air Vacuum System Inspect O 01  
  Service O 01  
  Test O 01  
  Repair O 01  
  Overhaul O 01  
   
12 Air Saliva Ejector Inspect O 01  
  Service O 01  
  Test O 01  
  Repair O 01  
  Overhaul O 01  
   
13 Storage Case Inspect O 01  
  Repair O 01, 02  
  Overhaul O 01, 02  

 



SB 8-75-S8 
(continued) Appendix C.  Maintenance Allocation Chart 

 
6520-01-398-4613  

Compressor Dehydrator Dental, Model PAC 6.7 
 

[C – Operator or Crew; O – Unit Maintenance; DS – Direct Support Maintenance; GS – General Support Maintenance; D – Depot Maintenance] 

C-20 

(1) (2) (3) (4) (5) (6) 

GROUP 
NUMBER 

ASSEMBLY 
GROUP 

MAINTENANCE
FUNCTION 

MAINTENANCE
LEVEL 

TOOLS 
AND 

EQUIPMENT

REMARKS 
 

00 Compressor Dehydrator Inspect C   
  Test C   
  Service C   
  Adjust O 01, 02  
  Safety O 29  
  Repair O 01, 02  
  Overhaul DS 01, 02, 03  
  Rebuild D 01, 02, 03, 04  
      

01 Compressor Test O 01, 02  
  Service O 01, 02  
  Replace O 01, 02  
  Repair O 01, 02  
  Rebuild D 01, 02, 03, 04  
      

0101 Intake Filter Element Inspect C   
  Replace O   
      

0102 Power Cord Inspect C   
  Replace O 01, 02  
      

0103 Air Hose Inspect C   
  Replace C   
      

02 Fan Test O 09  
  Replace O 01, 02  
      

03 Cooling Coil Inspect O 01, 02  
  Replace O 01, 02  
      

04 Drying Chamber Inspect O 01, 02  
  Replace O 01, 02  
      

05 Storage Tank Inspect O 01, 02  
  Replace O 01, 02  

0501 Presssure Relief Drain Valve Inspect O 01, 02  
  Replace O 01, 02  
      

06 Dryness Indicator Disk Inspect C   
  Replace O 01, 02  

07 Pressure Gauge Test  O 01, 02  
  Replace O 01, 02  
  Repair O 01, 02  
      

08 Water Separator Inspect O 01, 02  



SB 8-75-S8 
(continued) Appendix C.  Maintenance Allocation Chart 

 
6520-01-398-4613  

Compressor Dehydrator Dental, Model PAC 6.7 
 

[C – Operator or Crew; O – Unit Maintenance; DS – Direct Support Maintenance; GS – General Support Maintenance; D – Depot Maintenance] 

C-21 

(1) (2) (3) (4) (5) (6) 

GROUP 
NUMBER 

ASSEMBLY 
GROUP 

MAINTENANCE
FUNCTION 

MAINTENANCE
LEVEL 

TOOLS 
AND 

EQUIPMENT

REMARKS 
 

  Replace O 01, 02  
      

0801 Muffler Inspect  C   
  Replace O 01, 02  
      

09 Case Inspect C 01, 02  
  Repair DS 01, 02, 03  
      

0901 Latches Inspect C   
  Replace O 01, 02  

 



SB 8-75-S8 
(continued) Appendix C.  Maintenance Allocation Chart 

 
6525-01-099-2320 

X-Ray Apparatus Field Dental, Model D3152 
 

[C – Operator or Crew; O – Unit Maintenance; DS – Direct Support Maintenance; GS – General Support Maintenance; D – Depot Maintenance] 

C-22 

(1) (2) (3) (4) (5) (6) 

GROUP 
NUMBER 

ASSEMBLY 
GROUP 

MAINTENANCE
FUNCTION 

MAINTENANCE
LEVEL 

TOOLS 
AND 

EQUIPMENT

REMARKS 
 

00 X-Ray Apparatus Inspect C   

  Test O 01, 02  

  Service O 01, 02  

  Calibrate O 01, 02, 20, 05  

  Replace O 01, 02  

  Repair O 01, 02, 20, 21, 
05 

 

  Overhaul O 01, 02, 20, 21, 
05 

 

  Rebuild D 01, 02, 04, 20, 
21, 05 

 

      

01 X-Ray Control Inspect C   

  Test O 01, 02, 20, 05  

  Service O 01, 02  

  Calibrate O 01, 02, 20, 21, 
05 

 

  Replace O 01, 02  

  Repair O 01, 02, 20, 21  

  Overhaul O 01, 02, 20, 21  

  Rebuild D 01, 02, 04, 20, 
21, 05 

 

      

02 X-Ray Tubehead Inspect O   

  Test O 01, 02, 20, 05  

  Replace O 01, 02  

  Repair D 01, 02, 04, 20  

  Rebuild D 01, 02, 04, 20  

      

03 Scissor Arm Inspect C 

 

CAUTION:  TO PREVENT 
ACCIDENTAL OPENING OF THE 
SPRING LOADED SCISSOR ARM, 
CAUSING INJURY AND ARM 
DAMAGE,  DO NOT REMOVE 
SAFETY STRAP COMPLETELY 
UNLESS THE ARM IS FULLY 
ENGAGED IN THE COUPLING. 

  Test O 01, 02  

  Service O 01, 02  

  Replace O 01, 02  



SB 8-75-S8 
(continued) Appendix C.  Maintenance Allocation Chart 

 
6525-01-099-2320 

X-Ray Apparatus Field Dental, Model D3152 
 

[C – Operator or Crew; O – Unit Maintenance; DS – Direct Support Maintenance; GS – General Support Maintenance; D – Depot Maintenance] 

C-23 

(1) (2) (3) (4) (5) (6) 

GROUP 
NUMBER 

ASSEMBLY 
GROUP 

MAINTENANCE
FUNCTION 

MAINTENANCE
LEVEL 

TOOLS 
AND 

EQUIPMENT

REMARKS 
 

  Repair O 01, 02  

  Overhaul O 01, 02  

  Rebuild D 01, 02, 04  

04 Patient Seat Assembly Inspect C   

  Test O 01, 02  

  Service O 01, 02  

  Replace O 01, 02  

  Repair O 01, 02  

  Overhaul O 01, 02  

  Rebuild D 01, 02, 04  

      

05 Carrying Case Inspect C   

  Test O   

  Service O 01, 02  

  Replace O 01, 02  

  Repair O 01, 02  

 



SB 8-75-S8 
(continued) Appendix C.  Maintenance Allocation Chart 

 
6525-01-303-6235 

X-Ray Process Machine, Model AFP14X3MIL 
 

[C – Operator or Crew; O – Unit Maintenance; DS – Direct Support Maintenance; GS – General Support Maintenance; D – Depot Maintenance] 

C-24 

(1) (2) (3) (4) (5) (6) 

GROUP 
NUMBER 

ASSEMBLY 
GROUP 

MAINTENANCE
FUNCTION 

MAINTENANCE
LEVEL 

TOOLS 
AND 

EQUIPMENT

REMARKS 
 

00 X-Ray Processor Inspect C   

  Test C, O 19 Fluke 80TK thermometer  probe or 
equivalent needed.  (Do not use a mercury 
thermometer; it may break and contaminate 
the tank). 

  Service C   

  Calibrate O 01, 02, 20  

  Replace O 01, 02, 20  

  Repair O 01, 02, 20  

  Overhaul O 01, 02, 20  

  Rebuild D 01, 02, 20  

      

01 Hose connections Inspect C   

  Service O 01, 02  

  Replace O 01, 02  

      

02 Exterior Panel Inspect C   

  Service C   

  Replace O 01, 02  

  Repair O 01, 02  

      

03 Basic Processing System     

0301 Film Transport Inspect C,O   

  Test O 01, 02  

  Service O 01, 02  

  Calibrate O 01, 02  

  Replace O 01, 02  

  Repair O 01, 02  

  Overhaul O 01, 02  

  Rebuild D 01, 02  

      

0302 Solution Circulation Inspect C,O   

  Test O 01, 02  

  Service O 01, 02  

  Calibrate O 01, 02  

  Replace O 01, 02  

  Repair O 01, 02  

  Overhaul O 01, 02  

  Rebuild D 01, 02  



SB 8-75-S8 
(continued) Appendix C.  Maintenance Allocation Chart 

 
6525-01-303-6235 

X-Ray Process Machine, Model AFP14X3MIL 
 

[C – Operator or Crew; O – Unit Maintenance; DS – Direct Support Maintenance; GS – General Support Maintenance; D – Depot Maintenance] 

C-25 

(1) (2) (3) (4) (5) (6) 

GROUP 
NUMBER 

ASSEMBLY 
GROUP 

MAINTENANCE
FUNCTION 

MAINTENANCE
LEVEL 

TOOLS 
AND 

EQUIPMENT

REMARKS 
 

0303 Solution and Wash Water 
Discharge 

Inspect C,O   

  Test O 01, 02  

  Service O 01, 02  

  Replace O 01, 02  

  Repair O 01, 02  

  Overhaul O 01, 02  

  Rebuild D 01, 02  

      

0304 Solution Heating Tempering Inspect O   

  Test O 01, 02, 19 Fluke 80TK thermometer  probe or 
equivalent needed.  (Do not use a mercury 
thermometer; it may break and contaminate 
the tank). 

  Service O 01, 02  

  Replace O 01, 02  

  Repair O 01, 02  

  Overhaul O 01, 02  

  Rebuild D 01, 02  

      

0305 Dryer System Inspect O   

  Test O 01, 02, 19 Fluke 80TK thermometer  probe or 
equivalent needed.  (Do not use a mercury 
thermometer; it may break and contaminate 
the tank). 

  Service O 01, 02  

  Calibrate O 01, 02  

  Replace O 01, 02  

  Repair O 01, 02  

  Overhaul O 01, 02  

0306 Replenishment System Inspect O   

  Test O 01, 02  

  Service O 01, 02  

  Calibrate O 01, 02  

  Replace O 01, 02  

  Repair O 01, 02  

  Overhaul O 01, 02  

  Rebuild D 01, 02  

      



SB 8-75-S8 
(continued) Appendix C.  Maintenance Allocation Chart 

 
6525-01-303-6235 

X-Ray Process Machine, Model AFP14X3MIL 
 

[C – Operator or Crew; O – Unit Maintenance; DS – Direct Support Maintenance; GS – General Support Maintenance; D – Depot Maintenance] 

C-26 

(1) (2) (3) (4) (5) (6) 

GROUP 
NUMBER 

ASSEMBLY 
GROUP 

MAINTENANCE
FUNCTION 

MAINTENANCE
LEVEL 

TOOLS 
AND 

EQUIPMENT

REMARKS 
 

04 Controls and Indicators     

      

0401 On/Off Power Switch Inspect C, O   

  Test O 01, 02  

  Service O 01, 02  

  Replace O 01, 02  

  Repair O 01, 02  

      

0402 Mains Indicator Inspect C,O   

  Test O 01, 02  

  Replace O 01, 02  

  Repair O 01, 02  

      

0403 Feed Indicator Inspect O   

  Test O 01, 02  

  Service O 01, 02  

  Calibrate O 01, 02  

  Replace O 01, 02  

  Repair O 01, 02  

  Overhaul O 01, 02  

  Rebuild D 01, 02  

0404 Feed Signal Inspect O   

  Test O 01, 02  

  Service O 01, 02  

  Calibrate O 01, 02  

  Replace O 01, 02  

  Repair O 01, 02  

  Overhaul O 01, 02  

0405 Developer Temperature 
Control and Safety 
Thermostat 

Inspect O   

  Test O 01, 02, 19 Fluke 80TK thermometer  probe or 
equivalent needed.  (Do not use a mercury 
thermometer; it may break and contaminate 
the tank). 

  Service O 01, 02  

  Calibrate O 01, 02  

  Replace O 01, 02  
  Repair O 01, 02  

  Overhaul O 01, 02  



SB 8-75-S8 
(continued) Appendix C.  Maintenance Allocation Chart 

 
6525-01-303-6235 

X-Ray Process Machine, Model AFP14X3MIL 
 

[C – Operator or Crew; O – Unit Maintenance; DS – Direct Support Maintenance; GS – General Support Maintenance; D – Depot Maintenance] 

C-27 

(1) (2) (3) (4) (5) (6) 

GROUP 
NUMBER 

ASSEMBLY 
GROUP 

MAINTENANCE
FUNCTION 

MAINTENANCE
LEVEL 

TOOLS 
AND 

EQUIPMENT

REMARKS 
 

      

0406 Dryer Temperature Control 
and Safety Thermostat 

Inspect O   

  Test O 01, 02, 19 Fluke 80TK thermometer  probe or 
equivalent needed.  (Do not use a mercury 
thermometer; it may break and contaminate 
the tank). 

  Service O 01, 02  

  Calibrate O 01, 02  

  Replace O 01, 02  

  Repair O 01, 02  

  Overhaul O 01, 02  

      

0407 Film Detector Inspect O   

  Test O 01, 02  

  Service O 01, 02  

  Calibrate O 01, 02  

  Replace O 01, 02  

  Repair O 01, 02  

  Overhaul O 01, 02  

      

0408 Replenisher Pump Inspect O   

  Test O 01, 02  

  Service O 01, 02  

  Calibrate O 01, 02  

  Replace O 01, 02  

  Repair O 01, 02  

  Overhaul O 01, 02  

  Rebuild O 01, 02  

      

0409 Wash Water Flow Rate 
Control 

Inspect O   

  Test O 01, 02  

  Service O 01, 02  

  Calibrate O 01, 02  

  Replace O 01, 02  
  Repair O 01, 02  

  Overhaul O 01, 02  

 



SB 8-75-S8 
(continued) Appendix C.  Maintenance Allocation Chart 

 
6525-01-312-6411 

X-Ray Apparatus, Radiographic/Fluoroscopic, Model CS-8952 
 

[C – Operator or Crew; O – Unit Maintenance; DS – Direct Support Maintenance; GS – General Support Maintenance; D – Depot Maintenance] 

C-28 

(1) (2) (3) (4) (5) (6) 

GROUP 
NUMBER 

ASSEMBLY 
GROUP 

MAINTENANCE
FUNCTION 

MAINTENANCE
LEVEL 

TOOLS 
AND 

EQUIPMENT

REMARKS 
 

00 X-Ray Apparatus Inspect O   
  Test O 01, 02, 20, 

21, 05, 14, 26
 

  Service O 01, 02, 20, 
21, 05, 14, 26

 

  Repair O 01, 02, 20, 21  
  Replace O 01, 02  
  Overhaul O 01, 02  
  Rebuild D 01, 02, 04  
      

01 Generator Inspect O   
  Test O 01, 02, 20, 

21, 05, 14, 26
 

  Service O 01, 02, 20, 
21, 05, 14, 26

 

  Repair O 01, 02, 20, 21  
  Replace O 01, 02,   
  Overhaul O 01, 02  
  Rebuild D 01, 02, 04  
      

02 Spot Film Device Inspect O   
  Test O 01, 02, 20, 21  
  Service O 01, 02   
  Repair O 01, 02,   
  Replace O 01, 02  
  Overhaul O 01, 02, 20, 21  
  Rebuild D 01, 02, 04   
      

03 Under-Table Collimator Inspect O   
  Test O 01, 02  
  Service O 01, 02   
  Repair O 01, 02  
  Replace O 01, 02  
  Overhaul O 01, 02, 04  
  Rebuild D 01, 02, 04  

04 Over-Table Collimator Inspect O   
  Test O 01, 02, 20, 21  
  Service O 01, 02, 20, 21  



SB 8-75-S8 
(continued) Appendix C.  Maintenance Allocation Chart 

 
6525-01-312-6411 

X-Ray Apparatus, Radiographic/Fluoroscopic, Model CS-8952 
 

[C – Operator or Crew; O – Unit Maintenance; DS – Direct Support Maintenance; GS – General Support Maintenance; D – Depot Maintenance] 

C-29 

(1) (2) (3) (4) (5) (6) 

GROUP 
NUMBER 

ASSEMBLY 
GROUP 

MAINTENANCE
FUNCTION 

MAINTENANCE
LEVEL 

TOOLS 
AND 

EQUIPMENT

REMARKS 
 

  Repair O 01, 02, 20  
  Replace O 01, 02  
  Overhaul O 01, 02, 20  
  Rebuild D 01, 02, 04  
      

05 Automatic Exposure Control Inspect O   
  Test O 01, 02, 20, 21  
  Service O 01, 02, 20, 21  
  Repair O 01, 02, 20  
  Replace O 01, 02  
  Overhaul O 01, 02  
  Rebuild D 01, 02, 04  
      

06 Image Intensifier Inspect O   
  Test O 01, 02, 20, 21  
  Service O 01, 02, 20, 21  
  Repair O 01, 02, 20  
  Replace O 01, 02, 20  
  Overhaul O 01, 02, 20  
  Rebuild D 01, 02, 04, 20  
      

07 Over-Table Tube Inspect O   
  Test O 01, 02, 20, 21  
  Service O 01, 02, 20, 21  
  Repair D 01, 02, 20  
  Replace O 01, 02, 20  
  Overhaul D 01, 02, 20  
  Rebuild D 01, 02, 04, 20  
      

08 Under-Table Tube Inspect O   
  Test O 01, 02, 20, 21  
  Service O 01, 02, 20, 21  
  Repair D 01, 02, 20  
  Replace O 01, 02, 20  
  Overhaul D 01, 02, 20  
  Rebuild D 01, 02, 04, 20  
      



SB 8-75-S8 
(continued) Appendix C.  Maintenance Allocation Chart 

 
6525-01-312-6411 

X-Ray Apparatus, Radiographic/Fluoroscopic, Model CS-8952 
 

[C – Operator or Crew; O – Unit Maintenance; DS – Direct Support Maintenance; GS – General Support Maintenance; D – Depot Maintenance] 

C-30 

(1) (2) (3) (4) (5) (6) 

GROUP 
NUMBER 

ASSEMBLY 
GROUP 

MAINTENANCE
FUNCTION 

MAINTENANCE
LEVEL 

TOOLS 
AND 

EQUIPMENT

REMARKS 
 

09 Table Inspect O   
  Test O 01, 02, 20, 21  
  Service O 01, 02, 20, 21  
  Repair O 01, 02, 20  
  Replace O 01, 02, 20  
  Overhaul O 01, 02, 20  
  Rebuild D 01, 02, 04, 20  
      

010 Tubestand Inspect O   
  Test O 01, 02, 20  
  Service O 01, 02, 20  
  Repair O 01, 02, 20  
  Replace O 01, 02, 20  
  Overhaul O 01, 02, 20  
  Rebuild D 01, 02, 04, 20  

 



SB 8-75-S8 
(continued) Appendix C.  Maintenance Allocation Chart 

 
6525-01-325-3740 

Portable X-Ray System, Model 1200 
 

[C – Operator or Crew; O – Unit Maintenance; DS – Direct Support Maintenance; GS – General Support Maintenance; D – Depot Maintenance] 

C-31 

(1) (2) (3) (4) (5) (6) 

GROUP 
NUMBER 

ASSEMBLY 
GROUP 

MAINTENANCE
FUNCTION 

MAINTENANCE
LEVEL 

TOOLS 
AND 

EQUIPMENT 

REMARKS 
 

00 X-Ray System Inspect O   
  Test O 01, 02, 20, 21, 05, 14, 26  
  Service O 01, 02, 20, 21, 05, 14, 26  
  Repair O 01, 02, 20, 21  
  Replace O 01, 02, 20   
  Overhaul O 01, 02, 20  
  Rebuild D 01, 02, 04, 20  

01 Control Assembly Inspect O   
  Test O 01, 02, 20, 21  
  Service O 01, 02, 20, 21  
  Repair O 01, 02, 20  
  Replace O 01, 02, 20  
  Overhaul O 01, 02, 20, 21  
  Rebuild D 01, 02, 04, 20, 21  

02 Panel Assembly, Control Inspect O   
  Test O 01, 02, 20  
  Service O 01, 02, 20   
  Repair O 01, 02, 20   
  Replace O 01, 02, 20  
  Overhaul O 01, 02, 20  
  Rebuild D 01, 02, 04  

03 PCB Assembly, Mother 
Board 

Inspect O   

  Test O 01, 02, 20, 21  
  Service O 01, 02, 20, 21  
  Repair O 01, 02, 20, 21  
  Replace O 01, 02,   
  Overhaul O 01, 02, 20, 21  
  Rebuild D 01, 02, 04, 20, 21  

      

04 PCB Assembly, Timer 
Board 

Inspect O   

  Test O 01, 02, 20, 21  



SB 8-75-S8 
(continued) Appendix C.  Maintenance Allocation Chart 

 
6525-01-325-3740 

Portable X-Ray System, Model 1200 
 

[C – Operator or Crew; O – Unit Maintenance; DS – Direct Support Maintenance; GS – General Support Maintenance; D – Depot Maintenance] 

C-32 

(1) (2) (3) (4) (5) (6) 

GROUP 
NUMBER 

ASSEMBLY 
GROUP 

MAINTENANCE
FUNCTION 

MAINTENANCE
LEVEL 

TOOLS 
AND 

EQUIPMENT 

REMARKS 
 

  Service O 01, 02, 20, 21  
  Repair O 01, 02, 20, 21  
  Replace O 01, 02, 20, 21  
  Overhaul O 01, 02, 20, 21  
  Rebuild D 01, 02, 04, 20, 21  

05 PCB Assembly, Line Set Inspect O   
  Test O 01, 02, 20, 21  
  Service O 01, 02, 20, 21  
  Repair O 01, 02, 20, 21  
  Replace O 01, 02, 20, 21  
  Overhaul O 01, 02, 20, 21  
  Rebuild D 01, 02, 04, 20, 21  

06 PCB Assembly, MAS 
Interface Board 

Inspect O   

  Test O 01, 02, 20, 21  
  Service O 01, 02, 20, 21  
  Repair O 01, 02, 20, 21  
  Replace O 01, 02, 20, 21  
  Overhaul O 01, 02, 20, 21  
  Rebuild D 01, 02, 04, 20, 21  

07 Plate Assembly, Base Inspect O   
  Test O 01, 02  
  Service O 01, 02  
  Repair O 01, 02  
  Replace O 01, 02  
  Overhaul O 01, 02  
  Rebuild D 01, 02, 04  

08 Switch Assembly, 
Exposure 

Inspect O   

  Test O 01, 02, 20  
  Service O 01, 02, 20  
  Repair O 01, 02, 20  
  Replace O 01, 02, 20  
  Overhaul O 01, 02, 20  



SB 8-75-S8 
(continued) Appendix C.  Maintenance Allocation Chart 

 
6525-01-325-3740 

Portable X-Ray System, Model 1200 
 

[C – Operator or Crew; O – Unit Maintenance; DS – Direct Support Maintenance; GS – General Support Maintenance; D – Depot Maintenance] 

C-33 

(1) (2) (3) (4) (5) (6) 

GROUP 
NUMBER 

ASSEMBLY 
GROUP 

MAINTENANCE
FUNCTION 

MAINTENANCE
LEVEL 

TOOLS 
AND 

EQUIPMENT 

REMARKS 
 

  Rebuild D 01, 02, 04, 20  

09 Case, Control Assembly Inspect O   
  Test O 01, 02  
  Service O 01, 02  
  Repair O 01, 02  
  Replace O 01, 02  
  Overhaul O 01, 02  
  Rebuild D 01, 02, 04  

10 Cord, Line, Assembly Inspect O   
  Test O 01, 02, 20  
  Service O 01, 02, 20  
  Repair O 01, 02, 20  
  Replace O 01, 02, 20  
  Overhaul O 01, 02, 20  
  Rebuild D 01, 02, 04, 20  

11 Cable Assembly Inspect O   
  Test O 01, 02, 20  
  Service O 01, 02, 20  
  Repair O 01, 02, 20  
  Replace O 01, 02, 20  
  Overhaul O 01, 02, 20  
  Rebuild D 01, 02, 04, 20  

12 Harness Assembly Inspect O   
  Test O 01, 02, 20  
  Service O 01, 02, 20  
  Repair O 01, 02, 20  
  Replace O 01, 02, 20  
  Overhaul O 01, 02, 20  
  Rebuild D 01, 02, 04, 20  

13 Generator Assembly Inspect O   
  Test O 01, 02, 20, 21  
  Service O 01, 02, 20, 21  
  Repair O 01, 02, 20  



SB 8-75-S8 
(continued) Appendix C.  Maintenance Allocation Chart 

 
6525-01-325-3740 

Portable X-Ray System, Model 1200 
 

[C – Operator or Crew; O – Unit Maintenance; DS – Direct Support Maintenance; GS – General Support Maintenance; D – Depot Maintenance] 

C-34 

(1) (2) (3) (4) (5) (6) 

GROUP 
NUMBER 

ASSEMBLY 
GROUP 

MAINTENANCE
FUNCTION 

MAINTENANCE
LEVEL 

TOOLS 
AND 

EQUIPMENT 

REMARKS 
 

  Replace O 01, 02, 20  
  Overhaul O 01, 02, 20, 21  
  Rebuild D 01, 02, 04, 20, 21  

14 Collimator Assembly Inspect O   
  Test O 01, 02, 20  
  Service O 01, 02, 20  
  Repair O 01, 02, 20  
  Replace O 01, 02, 20  
  Overhaul O 01, 02, 20  
  Rebuild D 01, 02, 04, 20  

15 Tube Head Assembly Inspect O   
  Test O 01, 02, 20  
  Service D 01, 02, 04, 20  
  Repair D 01, 02, 04, 20  
  Replace O 01, 02, 20  
  Overhaul D 01, 02, 04, 20  
  Rebuild D 01, 02, 04, 20  

16 Yoke Assembly Inspect O   
  Test O 01, 02  
  Service O 01, 02  
  Repair O 01, 02  
  Replace O 01, 02  
  Overhaul O 01, 02  
  Rebuild D 01, 02, 04  

17 Chassis, Generator, 
Assembly 

Inspect O   

  Test O 01, 02  
  Service O 01, 02  
  Repair O 01, 02  
  Replace O 01, 02  

  Overhaul O 01, 02  
  Rebuild D 01, 02, 04  



SB 8-75-S8 
(continued) Appendix C.  Maintenance Allocation Chart 

 
6525-01-325-3740 

Portable X-Ray System, Model 1200 
 

[C – Operator or Crew; O – Unit Maintenance; DS – Direct Support Maintenance; GS – General Support Maintenance; D – Depot Maintenance] 

C-35 

(1) (2) (3) (4) (5) (6) 

GROUP 
NUMBER 

ASSEMBLY 
GROUP 

MAINTENANCE
FUNCTION 

MAINTENANCE
LEVEL 

TOOLS 
AND 

EQUIPMENT 

REMARKS 
 

18 Stand Assembly Inspect O   
  Test O 01, 02  
  Service O 01, 02  
  Repair O 01, 02  
  Replace O 01, 02  
  Overhaul O 01, 02  
  Rebuild D 01, 02, 04  

19 Frame Assembly, Stand Inspect O   
  Test O 01, 02  
  Service O 01, 02  
  Repair O 01, 02  
  Replace O 01, 02  
  Overhaul O 01, 02  
  Rebuild D 01, 02, 04  

20 Cross Arm Assembly Inspect O   
  Test O 01, 02  
  Service O 01, 02  
  Repair O 01, 02  
  Replace O 01, 02  
  Overhaul O 01, 02  
  Rebuild D 01, 02, 04  

21 Gear Box Assembly Inspect O   
  Test O 01, 02  
  Service O 01, 02  
  Repair O 01, 02  
  Replace O 01, 02  
  Overhaul O 01, 02  
  Rebuild D 01, 02, 04  

22 Pipe Assembly Inspect O   
  Test O   
  Service O 01, 02  
  Repair O 01, 02  
  Replace O 01, 02  



SB 8-75-S8 
(continued) Appendix C.  Maintenance Allocation Chart 

 
6525-01-325-3740 

Portable X-Ray System, Model 1200 
 

[C – Operator or Crew; O – Unit Maintenance; DS – Direct Support Maintenance; GS – General Support Maintenance; D – Depot Maintenance] 

C-36 

(1) (2) (3) (4) (5) (6) 

GROUP 
NUMBER 

ASSEMBLY 
GROUP 

MAINTENANCE
FUNCTION 

MAINTENANCE
LEVEL 

TOOLS 
AND 

EQUIPMENT 

REMARKS 
 

  Overhaul O 01, 02  
  Rebuild D 01, 02, 04  

23 Container, Reuseable Inspect O   
  Test O 01, 02  
  Service O 01, 02  
  Repair O 01, 02  
  Replace O 01, 02  
  Overhaul O 01, 02  
  Rebuild D 01, 02, 04  

 



SB 8-75-S8 
(continued) Appendix C.  Maintenance Allocation Chart 

 
6525-01-370-7552 

Portable Dental X-Ray System, Model ALPHA MPDX 
 

[C – Operator or Crew; O – Unit Maintenance; DS – Direct Support Maintenance; GS – General Support Maintenance; D – Depot Maintenance] 

C-37 

(1) (2) (3) (4) (5) (6) 

GROUP 
NUMBER 

ASSEMBLY 
GROUP 

MAINTENANCE 
FUNCTION 

MAINTENANCE 
LEVEL 

TOOLS 
AND 

EQUIPMENT 

REMARKS 
 

00 X-Ray System Inspect C   

  Test O 01, 02, 20, 21, 05, 14, 26  

  Service O 01, 02, 20, 21, 05, 14, 26  

  Repair O 01, 02  

  Replace O 01, 02  

  Overhaul D 01, 02  

  Rebuild D 01, 02, 04  

01 X-Ray Control Assembly Inspect C   

  Test O 01, 02, 20, 21, 05, 14, 26  
  Service O 01, 02, 20, 21, 05, 14, 26  
  Repair O 01, 02  
  Replace O 01, 02  

  Overhaul O 01, 02  

  Rebuild D 01, 02, 04  

02 X-Ray Source Assembly Inspect O   

  Test O 01, 02, 20, 21, 05, 14, 26  
  Service O 01, 02, 20, 21, 05, 14, 26  
  Repair O 01, 02  
  Replace O 01, 02  

  Overhaul O 01, 02  
  Rebuild D 01, 02, 04  

0201 X-Ray Tubehead 
Subassembly 

Inspect O   

  Test O 01, 02  
  Service O 01, 02  
  Repair O 01, 02  
  Replace O 01, 02  
  Overhaul D 01, 02, 04  
  Rebuild D 01, 02, 04  

0202 Dental Cone Subassembly Inspect C   

  Test O 01, 02  

  Service O 01, 02  

  Repair O 01, 02  

  Replace O 01, 02  



SB 8-75-S8 
(continued) Appendix C.  Maintenance Allocation Chart 

 
6525-01-370-7552 

Portable Dental X-Ray System, Model ALPHA MPDX 
 

[C – Operator or Crew; O – Unit Maintenance; DS – Direct Support Maintenance; GS – General Support Maintenance; D – Depot Maintenance] 

C-38 

(1) (2) (3) (4) (5) (6) 

GROUP 
NUMBER 

ASSEMBLY 
GROUP 

MAINTENANCE 
FUNCTION 

MAINTENANCE 
LEVEL 

TOOLS 
AND 

EQUIPMENT 

REMARKS 
 

  Overhaul O 01, 02  

  Rebuild D 01, 02, 04  

03 Scissor Arm Assembly Inspect C   

  Test C   

  Service O 01, 02  

  Repair O 01, 02  

  Replace O 01, 02  

  Overhaul O 01, 02  

  Rebuild D 01, 02, 04  

04 Chair Unit Inspect C   

  Test C   

  Service O 01, 02  

  Repair O 01, 02  

  Replace O 01, 02  

  Overhaul O 01, 02  

  Rebuild D 01, 02, 04  

0401 Headrest Assembly Inspect C   

  Test C   

  Service O 01, 02  

  Repair O 01, 02  

  Replace O 01, 02  

  Overhaul O 01, 02  

  Rebuild D 01, 02, 04  

05 Carrying Case Inspect C   

  Test C   

  Service O 01, 02  

  Repair O 01, 02  

  Replace O 01, 02  

  Overhaul O 01, 02  

  Rebuild D 01, 02, 04  

 



SB 8-75-S8 
(continued) Appendix C.  Maintenance Allocation Chart 

 
6525-01-384-9296 

X-Ray Apparatus, Model LCROKS 
 

[C – Operator or Crew; O – Unit Maintenance; DS – Direct Support Maintenance; GS – General Support Maintenance; D – Depot Maintenance] 

C-39 

(1) (2) (3) (4) (5) (6) 

GROUP 
NUMBER 

ASSEMBLY 
GROUP 

MAINTENANCE
FUNCTION 

MAINTENANCE
LEVEL 

TOOLS 
AND 

EQUIPMENT

REMARKS 
 

00 X-Ray Apparatus Inspect C, O   

  Test O 01, 02, 20, 21, 
05, 14, 26 

 

  Service O 01, 02, 20, 21, 
05, 14, 26 

 

  Calibrate O 01, 02, 20, 21, 
05, 14, 26 

 

  Repair O 01, 02  

  Replace O 01, 02  

  Overhaul O 01, 02  

  Rebuild D 01, 02, 04  

      

01 Operator Console Inspect C, O   

  Test O 01, 02, 20, 21  

  Service O 01, 02, 20  

  Calibrate O 01, 02, 20, 21  

  Repair O 01, 02  

  Replace O 01, 02  

  Overhaul O 01, 02  

  Rebuild D 01, 02, 04  

      

02 Electronics Cabinet Inspect O   

  Test O 01, 02, 20, 21  

  Service O 01, 02, 20, 21  

  Calibrate O 01, 02, 20, 21  

  Repair O 01, 02  

  Replace O 01, 02  

  Overhaul O 01, 02  

  Rebuild D 01, 02, 04  

      

03 Electronics Chassis Inspect O   

  Test O 01, 02, 20, 21  

  Service O 01, 02, 20  

  Calibrate O 01, 02, 20  

  Repair O 01, 02  

  Replace O 01, 02  

  Overhaul O 01, 02  

  Rebuild D 01, 02, 04  

04 Inverter Chassis Inspect O   



SB 8-75-S8 
(continued) Appendix C.  Maintenance Allocation Chart 

 
6525-01-384-9296 

X-Ray Apparatus, Model LCROKS 
 

[C – Operator or Crew; O – Unit Maintenance; DS – Direct Support Maintenance; GS – General Support Maintenance; D – Depot Maintenance] 

C-40 

(1) (2) (3) (4) (5) (6) 

GROUP 
NUMBER 

ASSEMBLY 
GROUP 

MAINTENANCE
FUNCTION 

MAINTENANCE
LEVEL 

TOOLS 
AND 

EQUIPMENT

REMARKS 
 

  Test O 01, 02, 20, 21  

  Service O 01, 02, 20, 21  

  Calibrate O 01, 02, 20, 21  

  Repair O 01, 02  

  Replace O 01, 02  

  Overhaul O 01, 02  

  Rebuild D 01, 02, 04  

      

05 High-Tension Transformer Inspect O   

  Test O 01, 02, 20, 21  

  Service O 01, 02, 20, 21  

  Calibrate O 01, 02, 20, 21  

  Repair O 01, 02  

  Replace O 01, 02  

  Overhaul O 01, 02  

  Rebuild D 01, 02, 04  

      

06 Cables     

0601 Power Cable Inspect C, O   

  Test O   

  Service O   

  Repair O 01, 02  

  Replace O 01, 02  

  Overhaul O 01, 02  

  Rebuild D 01, 02  

0602 Interconnecting Cables Inspect O   

  Test O 01, 02, 20  

  Service O 01, 02, 20  

  Repair O 01, 02  

  Replace O 01, 02  

  Overhaul O 01, 02  

  Rebuild D 01, 02, 04  

0603 High-Tension Generator 
Cable 

Inspect O   

  Test O 01, 02, 20  

  Service O 01, 02, 20  

  Repair O 01, 02  

  Replace O 01, 02  

  Overhaul O 01, 02  

  Rebuild D 01, 02, 04  

0604 Rotor Drive Cable Inspect O   



SB 8-75-S8 
(continued) Appendix C.  Maintenance Allocation Chart 

 
6525-01-384-9296 

X-Ray Apparatus, Model LCROKS 
 

[C – Operator or Crew; O – Unit Maintenance; DS – Direct Support Maintenance; GS – General Support Maintenance; D – Depot Maintenance] 

C-41 

(1) (2) (3) (4) (5) (6) 

GROUP 
NUMBER 

ASSEMBLY 
GROUP 

MAINTENANCE
FUNCTION 

MAINTENANCE
LEVEL 

TOOLS 
AND 

EQUIPMENT

REMARKS 
 

  Test O 01, 02  

  Service O 01, 02  

  Repair O 01, 02  

  Replace O 01, 02  

  Overhaul O 01, 02  

  Rebuild  01, 02, 04  

 



SB 8-75-S8 
(continued) Appendix C.  Maintenance Allocation Chart 

 
6525-01-422-6122 

X-Ray Processor with Daylight Loader, Model MM190 
 

[C – Operator or Crew; O – Unit Maintenance; DS – Direct Support Maintenance; GS – General Support Maintenance; D – Depot Maintenance] 

C-42 

(1) (2) (3) (4) (5) (6) 

GROUP 
NUMBER 

ASSEMBLY 
GROUP 

MAINTENANCE
FUNCTION 

MAINTENANCE
LEVEL 

TOOLS 
AND 

EQUIPMENT

REMARKS 
 

00 Processor System Inspect C   

  Test C, O 19  

  Service O 01, 02, 29, 19  

  Repair O 01, 02, 20, 21, 
19 

 

  Replace O 01, 02, 20, 21, 
19 

 

  Overhaul D 01, 02, 04, 20, 
21, 29, 19 

 

  Rebuild D 01, 02, 04, 20, 
21, 29, 19 

 

      

01 Film Sensors Inspect C   

  Test O   

  Service O 01, 02, 29, 19  

  Repair O 01, 02, 20, 21, 
19 

 

  Replace O 01, 02, 20, 21, 
19 

 

  Overhaul D 01, 02, 04, 20, 
21, 29, 19 

 

  Rebuild D 01, 02, 04, 20, 
21, 29, 19 

 

      

02 Circulation Pumps Inspect C   

  Test O   

  Service O 01, 02, 29, 19  

  Repair O 01, 02, 20, 21, 
19 

 

  Replace O 01, 02, 20, 21, 
19 

 

  Overhaul D 01, 02, 04, 20, 
21, 29, 19 

 

  Rebuild D 01, 02, 04, 20, 
21, 29, 19 

 

      

03 Replenisher Pumps Inspect C   

  Test O   

  Service O 01, 02, 29, 19  

  Repair O 01, 02, 20, 21, 
19 

 



SB 8-75-S8 
(continued) Appendix C.  Maintenance Allocation Chart 

 
6525-01-422-6122 

X-Ray Processor with Daylight Loader, Model MM190 
 

[C – Operator or Crew; O – Unit Maintenance; DS – Direct Support Maintenance; GS – General Support Maintenance; D – Depot Maintenance] 

C-43 

(1) (2) (3) (4) (5) (6) 

GROUP 
NUMBER 

ASSEMBLY 
GROUP 

MAINTENANCE
FUNCTION 

MAINTENANCE
LEVEL 

TOOLS 
AND 

EQUIPMENT

REMARKS 
 

  Replace O 01, 02, 20, 21,  
19 

 

  Overhaul D 01, 02, 04, 20, 
21, 29, 19 

 

  Rebuild D 01, 02, 04, 20, 
21, 29, 19 

 

04 Transport System Inspect C   

  Test C   

  Service O 01, 02, 29, 19  

  Repair O 01, 02, 20, 21, 
19 

 

  Replace O 01, 02, 20, 21, 
19 

 

  Overhaul D 01, 02, 04, 20, 
21, 29, 19 

 

  Rebuild D 01, 02, 04, 20, 
21, 29, 19 

 

      

05 Developer System Inspect C   

  Test O   

  Service O 01, 02, 29, 19  

  Repair O 01, 02, 20, 21, 
19 

 

  Replace O 01, 02, 20, 21, 
19 

 

  Overhaul D 01, 02, 04, 20, 
21, 29, 19 

 

  Rebuild D 01, 02, 04, 20, 
21, 29, 19 

 

      

06 Fixer System Inspect C   

  Test O   

  Service O 01, 02, 29, 19  

  Repair O 01, 02, 20, 21, 
19 

 

  Replace O 01, 02, 20, 21, 
19 

 

  Overhaul D 01, 02, 04, 20, 
21, 29, 19 

 

  Rebuild D 01, 02, 04, 20, 
21, 29, 19 

 

 
     



SB 8-75-S8 
(continued) Appendix C.  Maintenance Allocation Chart 

 
6525-01-422-6122 

X-Ray Processor with Daylight Loader, Model MM190 
 

[C – Operator or Crew; O – Unit Maintenance; DS – Direct Support Maintenance; GS – General Support Maintenance; D – Depot Maintenance] 

C-44 

(1) (2) (3) (4) (5) (6) 

GROUP 
NUMBER 

ASSEMBLY 
GROUP 

MAINTENANCE
FUNCTION 

MAINTENANCE
LEVEL 

TOOLS 
AND 

EQUIPMENT

REMARKS 
 

07 Cover Interlock Switch Inspect C   

  Test O   

  Service O 01, 02, 29, 19  

  Repair O 01, 02, 20, 21, 
19 

 

  Replace O 01, 02, 20, 21, 
19 

 

  Overhaul O 01, 02, 04, 20, 
21, 29, 19 

 

  Rebuild D 01, 02, 04, 20, 
21, 29, 19 

 

08 Dryer System Inspect C   

  Test O   

  Service O 01, 02, 29, 19  

  Repair O 01, 02, 20, 21, 
19 

 

  Replace O 01, 02, 20, 21, 
19 

 

  Overhaul D 01, 02, 04, 20, 
21, 29, 19 

 

  Rebuild D 01, 02, 04, 20, 
21, 29, 19 

 

      

09 Wash System Inspect C   

  Test O   

  Service O 01, 02, 29, 19  

  Repair O 01, 02, 20, 21, 
19 

 

  Replace O 01, 02, 20, 21, 
19 

 

  Overhaul D 01, 02, 04, 20, 
21, 29, 19 

 

 

 Rebuild D 01, 02, 04, 20, 
21, 29, 19 

 

 



SB 8-75-S8 
(continued) Appendix C.  Maintenance Allocation Chart 

 
6530-00-926-2151 

Sterilizer, Surgical Dressing 16X36 in., Model M-138 
 

[C – Operator or Crew; O – Unit Maintenance; DS – Direct Support Maintenance; GS – General Support Maintenance; D – Depot Maintenance] 

C-45 

(1) (2) (3) (4) (5) (6) 

GROUP 
NUMBER 

ASSEMBLY 
GROUP 

MAINTENANCE
FUNCTION 

MAINTENANCE
LEVEL 

TOOLS 
AND 

EQUIPMENT

REMARKS 
 

00 Sterilizer Inspect C   
  Test O 01, 02  

  Electrical Safety 
Test 

O 01, 02, 20, 29  

      
01 Heater Assemby Test O 01, 02, 29  

  Replace O 01, 02  
      

02 Control Box Assembly Inspect O 01, 02  
  Repair O 01, 02, 29  
      

0201 Relay, Armature Test O 01, 02, 29  
  Replace O 01, 02  
      

0202 Pressure Control Test O 01, 02, 29  
  Replace O 01, 02  
      

0203 Pilot Light Test O 01, 02, 29  
  Replace O 01, 02  
      

0204 Lamp, Neon Test O 01, 02, 29  
  Replace O 01, 02  
      

0205 Switch, Toggle Test O 01, 02, 29  
  Replace O 01, 02  
      

0206 Switch, Low Water Cut-off Test O 01, 02, 29  
  Replace O 01, 02  
      

0207 Block, Terminal Replace O 01, 02  
      

03 Operating Valve Assembly Test O 01, 02  
  Repair O 01, 02  
  Replace O 01, 02  
      

04 Door Assembly Test O 01, 02  
  Service O 01, 02  
  Repair O 01, 02  

0401 Packing, Preformed (Door 
Gasket) Inspect C   



SB 8-75-S8 
(continued) Appendix C.  Maintenance Allocation Chart 

 
6530-00-926-2151 

Sterilizer, Surgical Dressing 16X36 in., Model M-138 
 

[C – Operator or Crew; O – Unit Maintenance; DS – Direct Support Maintenance; GS – General Support Maintenance; D – Depot Maintenance] 

C-46 

(1) (2) (3) (4) (5) (6) 

GROUP 
NUMBER 

ASSEMBLY 
GROUP 

MAINTENANCE
FUNCTION 

MAINTENANCE
LEVEL 

TOOLS 
AND 

EQUIPMENT

REMARKS 
 

  Replace O 01, 02  
      

05 Vacuum Dryer Assembly Test O 01, 02  
  Replace O 01, 02  
      

06 Gauges Inspect C   
  Test O 01, 02  
  Replace O 01, 02  
      

07 Timer Test O 01, 02  
  Replace O 01, 02  
      

08 Case, Transport Inspect C   
  Repair O 01, 02  
  Overhaul D 04  
      

09 Shelves Inspect C   
  Replace C   
      

10 Chamber Inspect C   

  Replace O 01, 02  
  Overhaul D 01, 02, 04  

 
 



SB 8-75-S8 
(continued) Appendix C.  Maintenance Allocation Chart 

 
6530-01-327-0686 

Ventilator, Volume, Portable, Model 750M 
 

[C – Operator or Crew; O – Unit Maintenance; DS – Direct Support Maintenance; GS – General Support Maintenance; D – Depot Maintenance] 

C-47 

(1) (2) (3) (4) (5) (6) 

GROUP 
NUMBER 

ASSEMBLY 
GROUP 

MAINTENANCE
FUNCTION 

MAINTENANCE
LEVEL 

TOOLS 
AND 

EQUIPMENT 

REMARKS 
 

00 Ventilator Inspect O 01, 02, 06  

  Test O 01, 02, 06, 20, 
29 

Perform an electrical safety inspection. 

  Service O 01, 02  

  Calibrate O 01, 02, 06, 20  

  Replace O 01, 02, 20  

  Repair O 01, 02, 06, 20  

  Overhaul O 01, 02, 06, 20  

  Rebuild D 01, 02, 06, 20  

01 Control Module   01, 02, 04, 06, 
20, 21,  29 

 

0101 Battery Pack Test O 01, 02, 20  

  Service O 01, 02  

  Replace O 01, 02  

0102 Battery Compartment Door Inspect O 01, 02  

  Align O 01, 02  

  Replace O 01, 02  

0103 Cover Inspect O 01, 02  

  Service O 01, 02  

  Align O 01, 02  

  Replace O 01, 02  

0104 Case, Lower Inspect O 01, 02  

  Service O 01, 02  

  Replace O 01, 02  

  Repair O 01, 02  

0105 Linear Regulators PCB Test O 01, 02, 06, 20, 21  

  Replace O 01, 02  

  Repair O 01, 02, 06, 20, 21  

0106 Analog/Power Supply PCB Test O 01, 02, 06, 20, 21  

  Replace O 01, 02  

  Repair O 01, 02, 06, 20, 21  

0107 CPU PCB Test O 01   

      



SB 8-75-S8 
(continued) Appendix C.  Maintenance Allocation Chart 

 
6530-01-327-0686 

Ventilator, Volume, Portable, Model 750M 
 

[C – Operator or Crew; O – Unit Maintenance; DS – Direct Support Maintenance; GS – General Support Maintenance; D – Depot Maintenance] 

C-48 

(1) (2) (3) (4) (5) (6) 

GROUP 
NUMBER 

ASSEMBLY 
GROUP 

MAINTENANCE
FUNCTION 

MAINTENANCE
LEVEL 

TOOLS 
AND 

EQUIPMENT 

REMARKS 
 

0108 Display PCB Test O 01, 02, 20, 21, 29 Perform an electrical safety inspection. 
  Replace O 01, 02, 09, 21  

  Repair O 01, 02, 20, 21  

0109 Membrane Panel Test O 01, 02, 20, 21  

  Replace O 01, 02, 20, 21  

  Repair D 01, 02, 04, 20, 21  

0110 Connector Panel Test O 01, 02, 20, 21  

  Repair O 01, 02, 20, 21  

  Rebuild D 01, 02, 04, 20, 21  

0111 Manifold Assembly Test O 01, 02, 06  

  Adjust O 01, 02  

  Repair O 01, 02  

  Rebuild D 01, 02, 04, 06  

0112 External Power Jack Test O 01, 02, 20, 29 Perform an electrical safety inspection. 
  Replace O 01, 02, 20  

02 Multivoltage Power Supply Test O 01, 02, 20, 29 Perform an electrical safety inspection. 
  Adjust O 01, 02, 20, 21  

  Replace O 01, 02, 20, 21  

  Repair O 01, 02, 20, 21  

  Overhaul O 01, 02, 04, 20, 21  

03 Patient Valve Inspect O 01, 02  

  Test O 01, 02, 06  

  Replace O 01, 02, 06  

04 Case Inspect O 01, 02  

  Service O 01, 02  

  Align O 01, 02  

  Replace O 01, 02  

  Repair O 01, 02  

05 Accessories Inspect O 01, 02  

  Service O 01, 02  

  Replace O 01, 02  

 



SB 8-75-S8 
(continued) Appendix C.  Maintenance Allocation Chart 

 
6540-00-116-5780 

Edging Machine Ophthalmic Lens, Model Horizon II 
 

[C – Operator or Crew; O – Unit Maintenance; DS – Direct Support Maintenance; GS – General Support Maintenance; D – Depot Maintenance] 

C-51 

(1) (2) (3) (4) (5) (6) 

GROUP 
NUMBER 

ASSEMBLY 
GROUP 

MAINTENANCE
FUNCTION 

MAINTENANCE
LEVEL 

TOOLS 
AND 

EQUIPMENT

REMARKS 
 

00 Edging Machine Inspect C   

  Test O 01, 02, 20  

  Service  O 01, 02  

  Adjust O 01, 02  

  Safety O 17  

  Repair O 01, 02  

  Replace O 01, 02  

  Overhaul O 01, 02  

  Rebuild D 01, 02, 04  

      

01 Cutter Motor Inspect O   

  Test O 01, 02, 20  

  Service  O 01, 02  

  Adjust O 01, 02  

  Repair O 01, 02  

  Replace O 01, 02  

      

02 Cutter Motor Controller Inspect O   

  Test O 01, 02, 20  

  Service  O 01, 02  

  Adjust O 01, 02  

  Repair O 01, 02  

  Replace O 01, 02  

  Overhaul O 01, 02  

  Rebuild D 01, 02, 04  

      

03 Control Panel Inspect C   

  Test O 01, 02, 20  

  Service  O 01, 02  

  Adjust O 01, 02  

  Repair O 01, 02  

  Replace O 01, 02  

  Overhaul O 01, 02  

  Rebuild D 01, 02, 04  

      

04 Lens Drive Assembly Inspect O   

  Test O 01, 02, 20  

  Service  O 01, 02  

  Adjust O 01, 02  



SB 8-75-S8 
(continued) Appendix C.  Maintenance Allocation Chart 

 
6540-00-116-5780 

Edging Machine Ophthalmic Lens, Model Horizon II 
 

[C – Operator or Crew; O – Unit Maintenance; DS – Direct Support Maintenance; GS – General Support Maintenance; D – Depot Maintenance] 

C-52 

(1) (2) (3) (4) (5) (6) 

GROUP 
NUMBER 

ASSEMBLY 
GROUP 

MAINTENANCE
FUNCTION 

MAINTENANCE
LEVEL 

TOOLS 
AND 

EQUIPMENT

REMARKS 
 

  Repair O 01, 02  

  Replace O 01, 02  

  Overhaul O 01, 02  

      

05 Lens Drive Brake Inspect C   

  Test O 01, 02, 20  

  Service  O 01, 02  

  Adjust O 01, 02  

  Repair O 01, 02  

  Replace O 01, 02  

  Overhaul O 01, 02  

      

06 Solenoid Valve Inspect O   

  Test O 01, 02, 20  

  Service  O 01, 02  

  Adjust O 01, 02  

  Repair O 01, 02  

  Replace O 01, 02  

  Overhaul O 01, 02  

      

07 Solenoid Valve Block Assembly Inspect O   

  Test O 01, 02, 20  

  Service  O 01, 02  

  Adjust O 01, 02  

  Repair O 01, 02  

  Replace O 01, 02  

 

 Overhaul O 01, 02  

 



SB 8-75-S8 
(continued) Appendix C.  Maintenance Allocation Chart 

 
6530-01-374-8903 

Portable Ventilator, Model 15304 
 

[C – Operator or Crew; O – Unit Maintenance; DS – Direct Support Maintenance; GS – General Support Maintenance; D – Depot Maintenance] 

C-49 

(1) (2) (3) (4) (5) (6) 

GROUP 
NUMBER 

ASSEMBLY 
GROUP 

MAINTENANCE
FUNCTION 

MAINTENANCE
LEVEL 

TOOLS 
AND 

EQUIPMENT

REMARKS 
 

00 Ventilator Inspect C   

  Test O 01, 02, 06, 
20, 21, 29 

 

  Service O 01, 02, 06, 
20, 21, 29 

 

  Calibrate O 01, 02, 06, 
20, 21, 29 

 

  Replace O 01, 02  

  Repair O 01, 02  

  Overhaul O 01, 02  

  Rebuild D 01, 02, 04  

      

01 Controls Inspect O 01, 02, 06, 
20, 21, 29 

 

  Test O 01, 02, 06, 
20, 21, 29 

 

  Service O 01, 02, 06, 
20, 21, 29 

 

  Calibrate O 01, 02, 06, 
20, 21, 29 

 

  Replace O 01, 02  

  Repair O 01, 02  

  Overhaul O 01, 02  

  Rebuild D 01, 02, 04  

      

02 Alarms Inspect C   

  Test O 01, 02  

  Service O 01, 02, 06, 
20, 21, 29 

 

  Calibrate O 01, 02, 06, 
20, 21, 29 

 

  Replace O 01, 02  

  Repair O 01, 02  

  Overhaul O 01, 02  

  Rebuild D 01, 02, 04  



SB 8-75-S8 
(continued) Appendix C.  Maintenance Allocation Chart 

 
6530-01-374-8903 

Portable Ventilator, Model 15304 
 

[C – Operator or Crew; O – Unit Maintenance; DS – Direct Support Maintenance; GS – General Support Maintenance; D – Depot Maintenance] 

C-50 

(1) (2) (3) (4) (5) (6) 

GROUP 
NUMBER 

ASSEMBLY 
GROUP 

MAINTENANCE
FUNCTION 

MAINTENANCE
LEVEL 

TOOLS 
AND 

EQUIPMENT

REMARKS 
 

03 Monitor Inspect O   

  Test O 01, 02, 06, 
20, 21, 29 

 

  Service O 01, 02, 06, 
20, 21, 29 

 

  Calibrate O 01, 02, 06, 
20, 21, 29 

 

  Replace O 01, 02,  

  Repair O 01, 02  

  Overhaul O 01, 02  

  Rebuild D 01, 02, 04  

      

04 Case Inspect C   

  Test C   

  Service O 01, 02  

  Replace O 01, 02  

  Repair O 01, 02  

  Overhaul O 01, 02  

 

 Rebuild D 01, 02, 04  

 



SB 8-75-S8 
(continued) Appendix C.  Maintenance Allocation Chart 

 
6630-01-300-8711  

Analyzer, Sodium Potassium, Model 614 
 

[C – Operator or Crew; O – Unit Maintenance; DS – Direct Support Maintenance; GS – General Support Maintenance; D – Depot Maintenance] 

C-53 

(1) (2) (3) (4) (5) (6) 

GROUP 
NUMBER 

ASSEMBLY 
GROUP 

MAINTENANCE
FUNCTION 

MAINTENANCE
LEVEL 

TOOLS 
AND 

EQUIPMENT

REMARKS 
 

00 Analyzer, Sodium Potassium Install C   

  Inspect C   

  Service C   

  Test O 01, 20, 29 Requires electrode fill solution. 
  Calibrate O 01 Requires calibrants and reagents. 
  Repair O 01, 02, 20, 29  

  Rebuild D 01, 02, 03, 20, 
29 

 

 



SB 8-75-S8 
(continued) Appendix C.  Maintenance Allocation Chart 

 
6630-01-316-5085 

Centrifugal Hematology Analyzer System with QBC II Reader, Model 4477 and QBC Centrifuge, Model 
4207 

 
[C – Operator or Crew; O – Unit Maintenance; DS – Direct Support Maintenance; GS – General Support Maintenance; D – Depot Maintenance] 

C-54 

(1) (2) (3) (4) (5) (6) 

GROUP 
NUMBER 

ASSEMBLY 
GROUP 

MAINTENANCE
FUNCTION 

MAINTENANCE
LEVEL 

TOOLS 
AND 

EQUIPMENT

REMARKS 
 

00 QBC II Reader Model 4477 Install C   

  Inspect C   

  Service C 01, 20, 29  

  Test O 01, 20, 29  

  Calibrate O 01 Requires calibration check tubes – venous 
and capillary modes. 

  Repair O 01, 02, 20, 29  
  Refurbish D 01, 02, 03, 20, 

29 
 

01 QBC Centrifuge Model 4207 Install C   
  Inspect C   
  Service C   
  Test O 01, 25, 29 Requires a stopwatch, 1-second accuracy. 
  Calibrate O 01, 25, 21   

  Repair O 01, 02, 25, 21,  
29 

 

  Refurbish O 01, 02, 03, 25, 
21, 29 

 

02 Work Station Install C   

  Inspect C   

  Replace C   

03 Voltage Step-down 
Transformer 

Install C  
 

  Inspect C   

  Test O 01, 20  

  Replace O   

 



SB 8-75-S8 
(continued) Appendix C.  Maintenance Allocation Chart 

 
6630-01-364-8555 

Analyzer, Blood Gas, Model 4300M 
 

[C – Operator or Crew; O – Unit Maintenance; DS – Direct Support Maintenance; GS – General Support Maintenance; D – Depot Maintenance] 

C-55 

(1) (2) (3) (4) (5) (6) 

GROUP 
NUMBER 

ASSEMBLY 
GROUP 

MAINTENANCE
FUNCTION 

MAINTENANCE
LEVEL 

TOOLS 
AND 

EQUIPMENT

REMARKS 
 

00 Analyzer, Blood Gas Inspect C   

  Test C   

  Service C 01  

  Safety O 29  

  Repair O 01  

  Overhaul O 01, 02  

  Rebuild D 01, 02, 03, 04  

      

      

      

      

      

      

      

      

      

      

      

      

      

      

      

      

      

      

      

      

      

      

      

      

      

      

      

      

      

      

 



SB 8-75-S8 
(continued) Appendix C.  Maintenance Allocation Chart 

 
6630-01-376-9823 

Analyzer, Clinical Chemistry, DT60 
 

[C – Operator or Crew; O – Unit Maintenance; DS – Direct Support Maintenance; GS – General Support Maintenance; D – Depot Maintenance] 

C-56 

(1) (2) (3) (4) (5) (6) 

GROUP 
NUMBER 

ASSEMBLY 
GROUP 

MAINTENANCE
FUNCTION 

MAINTENANCE
LEVEL 

TOOLS 
AND 

EQUIPMENT

REMARKS 
 

00 DT 60  Inspect C   

  Test C   

  Service C   

  Safety O 29  

  Repair O 01, 02, 20, 21  

  Replace O 01, 02  

  Overhaul O 01, 02  

  Rebuild D 01, 02  

01 DT60 II Inspect C   

  Test C   

  Service C   

  Repair O 01, 02, 20, 21  

  Replace O 01, 02  

  Overhaul O 01, 02  

  Rebuild D 01, 02, 04  

0101 FORS Weight Inspect C   

  Test C   

  Service C   

  Repair O 01, 02, 20, 21  

  Replace O 01, 02  

  Overhaul O 01, 02  

0102 Pressure Pad Inspect C   

  Test C   

  Service C   

  Repair O 01, 02, 20, 21  

  Replace O 01, 02  

  Overhaul O 01, 02  

0103 Preheat Station Inspect C   

  Test C   

  Service C   

  Repair O 01, 02, 20, 21  

  Replace O 01, 02  

  Overhaul O 01, 02  

      



SB 8-75-S8 
(continued) Appendix C.  Maintenance Allocation Chart 

 
6630-01-376-9823 

Analyzer, Clinical Chemistry, DT60 
 

[C – Operator or Crew; O – Unit Maintenance; DS – Direct Support Maintenance; GS – General Support Maintenance; D – Depot Maintenance] 

C-57 

(1) (2) (3) (4) (5) (6) 

GROUP 
NUMBER 

ASSEMBLY 
GROUP 

MAINTENANCE
FUNCTION 

MAINTENANCE
LEVEL 

TOOLS 
AND 

EQUIPMENT

REMARKS 
 

02 DTE II Module Inspect C   

  Test C   

  Service C   

  Safety O 29  

  Repair O 01, 02, 20, 21  

  Replace O 01, 02  

  Overhaul O 01, 02  

  Rebuild D 01, 02, 04  

0201 Electrometer Nose Section Inspect C   

  Test C   

  Service C   

  Repair O 01, 02, 20, 21  

  Replace O 01, 02  

  Overhaul O 01, 02  

0202 Sample Holder Inspect C   

  Test C   

  Service C   

  Repair O 01, 02, 20, 21  

  Replace O 01, 02  

  Overhaul O 01, 02  

03 DTSC II Module Inspect C   

  Test C   

  Service C 29  

  Safety O 01, 02, 20, 21  

  Repair O 01, 02  

  Replace O 01, 02  

  Overhaul O 01, 02  

  Rebuild D 01, 02, 04  

0301 Operator Access Cover Inspect C   

  Test C   

  Service C   

  Repair O 01, 02, 20, 21  

  Replace O 01, 02  

  Overhaul O 01, 02  



SB 8-75-S8 
(continued) Appendix C.  Maintenance Allocation Chart 

 
6630-01-376-9823 

Analyzer, Clinical Chemistry, DT60 
 

[C – Operator or Crew; O – Unit Maintenance; DS – Direct Support Maintenance; GS – General Support Maintenance; D – Depot Maintenance] 

C-58 

(1) (2) (3) (4) (5) (6) 

GROUP 
NUMBER 

ASSEMBLY 
GROUP 

MAINTENANCE
FUNCTION 

MAINTENANCE
LEVEL 

TOOLS 
AND 

EQUIPMENT

REMARKS 
 

0302 Preheat Heater Arm Inspect C   

  Test C   

  Service C   

  Repair O 01, 02, 20, 21  

  Replace O 01, 02  

  Overhaul O 01, 02  

      

0303 Read Station Heater Arm Inspect C   

  Test C   

  Service C   

  Repair O 01, 02, 20, 21  

  Replace O 01, 02  

 

 Overhaul O 01, 02  

 



SB 8-75-S8 
(continued) Appendix C.  Maintenance Allocation Chart 

 
6630-01-526-7373 

Analyzer, Urine Chemistry, Model Clinitek 500 
 

[C – Operator or Crew; O – Unit Maintenance; DS – Direct Support Maintenance; GS – General Support Maintenance; D – Depot Maintenance] 

C-59 

(1) (2) (3) (4) (5) (6) 

GROUP 
NUMBER 

ASSEMBLY 
GROUP 

MAINTENANCE
FUNCTION 

MAINTENANCE
LEVEL 

TOOLS 
AND 

EQUIPMENT

REMARKS 
 

00 Analyzer, Urine Chemistry Inspect C   

  Service C   

  Test O 01, 02, 20  

  Safety O 20, 29  

      

01 Display Inspect C   

  Replace O   

      

02 Fixed Table Inspect O   

  Adjust O   

  Replace O   

      

03 Printer Adjust O   

      

04 Push Bar Test O   

      

05 Touch Screen Test O   

      

06 Pre – Amp PCB Test O 20 Test Card, VOM, Display service test fixture 

  Replace O 01, 02  

      

07 Power Input Test O 01, 02, 20 Test Card, VOM, Display service test fixture 

  Repair O 01, 02, 20  

  Replace O 01, 02, 20  

      

08 Power Strip Detector Test O 20 Test Card, VOM, Display service test fixture 

  Repair O 01,02  

  Replace O 01, 02  

      

09 Power to Printer Inspect O 20 Test Card, VOM, Display service test fixture 

  Repair O 01, 02  

  Replace O 01, 02  

      

10 Stepper Motor Drive Inspect O 01, 02, 21 Oscilloscope, Test Card, Display service 
Test Fixture 

  Service O 01, 02  

  Replace O 01, 02  

      

      



SB 8-75-S8 
(continued) Appendix C.  Maintenance Allocation Chart 

 
6630-01-526-7373 

Analyzer, Urine Chemistry, Model Clinitek 500 
 

[C – Operator or Crew; O – Unit Maintenance; DS – Direct Support Maintenance; GS – General Support Maintenance; D – Depot Maintenance] 

C-60 

(1) (2) (3) (4) (5) (6) 

GROUP 
NUMBER 

ASSEMBLY 
GROUP 

MAINTENANCE
FUNCTION 

MAINTENANCE
LEVEL 

TOOLS 
AND 

EQUIPMENT

REMARKS 
 

11 RS 232 Inspect DS  Test Card, FJ145 RS 232 Loop Back 
Connector, DB-25 RS232 Loop Back 

  Service  01, 02, 04  

      

12 Bar Code Reader Repair DS 01, 02, 04 Test Card, FJ145 RS 232 Loop Back 
Connector, DB-25 RS232 Loop Back 
VOM, Bar Code port Loop-back test fixture 

  Test  20  

  Replace  01, 02, 03  

      

13 Sensor Test Test DS 20 Test Card, VOM, Display service test fixture 

  Replace  01, 02  

      

14 Display Testing Test DS 20 Test Card, VOM, Display service test fixture 

  Replace  01, 02  

      

15 Main Processor PCB Replace DS 01, 02 Test Card, VOM, Display service test fixture 
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